Evaluation and Validation of an Enzyme-Linked Immunosorbent Assay and an Immunochromatographic Test for Serological Diagnosis of Severe Acute Respiratory Syndrome

Ming Guan, Kwok Hung Chan, J. S. Malik Peiris, See Wai Kwan, Siu Yan Lam, Chiu Mei Pang, Ka Wing Chu, Kit Man Chan, Hsiao Ying Chen, Ewe Beng Phuah, and Caiqin Jane Wong

Genelabs Diagnostics Pte Ltd., Singapore, Republic of Singapore, and Department of Microbiology, Queen Mary Hospital, The University of Hong Kong, Hong Kong, Special Administrative Region, People’s Republic of China

Received 18 February 2004/Returned for modification 1 April 2004/Accepted 20 April 2004

A newly developed severe acute respiratory syndrome (SARS)-specific enzyme-linked immunosorbent assay (ELISA) was further validated to confirm cutoff values and evaluate its diagnostic performance with clinical samples. In parallel, an immunochromatographic test was also evaluated. A total of 227 clinical serum specimens collected from SARS patients were used in the study, together with 385 samples from healthy donors. By use of an immunofluorescent (IF) test as the “gold standard,” both the ELISA and the immunochromatographic test were able to detect immunoglobulin G antibodies to SARS not only from late-convalescent-stage samples (>21 days from the onset of clinical symptoms), as previously established, but also from early-acute-phase samples (1 to 10 days from onset). The ELISA, using an optical density (OD) of 0.25 as its cutoff value, produced the best sensitivity while maintaining high specificity. It detected SARS-specific antibodies in 58, 70, 75, and 95%, respectively, of the four groups of samples collected from patients 1 to 10 days, 11 to 20 days, 21 to 30 days, and more than 30 days after the onset of clinical symptoms. Similarly, the immunochromatographic test detected SARS-specific antibodies in 55, 68, 81, and 79% of the four groups, respectively. The overall specificities for the ELISA and the rapid test were 99.5 and 97.7%, respectively. Although the positive correlation observed between the ELISA OD values and the IF titers was moderate (r = 0.6915; P < 0.001), the detection rates of both the ELISA and the rapid test were found well in agreement with the IF titers.

The newly emerged severe acute respiratory syndrome (SARS) is a serious respiratory illness of global significance. Its highly contagious nature, combined with its high mortality rate, has proven disruptive and costly in an increasingly globalized world. As new cases appear to be reemerging in January 2004, the urgency for prompt identification and isolation of infected patients remains. Although the identification of the novel coronavirus SARS coronavirus (SARS-CoV) as the etiological agent for SARS (3, 4, 7, 9) made it possible for various tests to be developed, providing tools for laboratory diagnosis remains a priority, as suggested by the World Health Organization (WHO). To date, there is still no standardized test for diagnosing SARS regardless of whether tests are antigen based or antibody based (http://www.who.int/csr/sars/conference/june_2003/materials/presentations/en/laboratorydiagnosis.pdf). In this regard, various immunofluorescent (IF) tests were essentially used as the “gold standards” for serodagnosis of SARS during the 2003 outbreak. Although these IF protocols were found to be well correlated with PCR and clinical outcomes (9), they differed from laboratory to laboratory and were technically very demanding. In addition, these protocols utilized virus-infected materials and thus required laboratories with biosafety-level-3 facilities under current regulations. Hence, alternative tests with standardized approaches addressing these shortcomings are very much needed. However, only a thorough evaluation with standardized panels or by a trial using large numbers of clinical specimens will help to firmly establish the usefulness of new tests.

In this study, two newly developed serological tests were evaluated and validated with large numbers of samples. The two tests, an enzyme-linked immunosorbent assay (ELISA) and an immunochromatographic test, are both based on recombinant proteins, and both demonstrated excellent performance when tested with convalescent-stage samples from SARS patients in a previous study (5). The present expansion to include earlier specimens from acute-phase patients as well as large numbers of relevant controls provided a more realistic assessment of the performances of the two tests for serological diagnosis of SARS in clinical settings.

MATERIALS AND METHODS

Serum specimens. Serum specimens were collected from patients who presented with suspected clinical SARS according to the WHO definition (13) and who were admitted to one of three acute-care regional hospitals in Hong Kong between 18 March and 24 May 2003. A total of 227 serum samples from these patients were tested by using an IF test (14) and were confirmed to have IF titers of >1:10 to 1:2,560. In the meantime, 385 serum samples collected locally from healthy donors in Hong Kong were used as controls. These samples were also tested by the same IF test and confirmed to have IF titers of <1:10. In addition, 1,066 serum samples from healthy donors purchased from BioClinical Partners Inc. (Franklin, Mass.) were included in the study as additional healthy controls. For the disease controls, serum samples from various previous studies in the
Genelabs Diagnostics (Singapore) archive were used; these included 50 samples each from patients who had non-SARS-related fever (confirmed as dengue fever) or suffered from non-SARS-related respiratory illness (confirmed as tuberculosis).

**IF test.** The IF test was prepared and carried out as described by Yam et al. (14). Briefly, smears of SARS-CoV-infected Vero cells were prepared, fixed in acetone for 10 min, and stored at −80°C before use. Batches of smears with 60 to 70% SARS-CoV-infected cells were high-titer verified by using a positive-control serum sample before use. Patient samples prepared in serial twofold dilutions starting with 1:10 were added to the smears and incubated for 30 min at 37°C. The smears were washed twice in phosphate-buffered saline (PBS) before a further incubation for 30 min at 37°C with a goat anti-human immunoglobulin G (IgG) labeled with fluorescein isothiocyanate. A sample was scored as positive if the fluorescent intensity was equal to or higher than that of a weakly positive control included in the study.

**ELISA.** The ELISA was produced by Genelabs Diagnostics Pte Ltd. in Singapore by utilizing two recombinant proteins (Gst-N and Gst-U274) as previously described (5). The assays were carried out by strictly following the instructions provided. Briefly, 10-μl quantities of serum specimens each in 200 μl of a Tris-based diluent containing bovine serum albumin and skim milk powder were added to the appropriate wells of the ELISA plates and incubated for 30 min at 37°C, followed by six washes with PBS-Tween. A horseradish peroxidase-conjugated goat anti-human IgG (dilution, 1:500) was added at 100 μl per well and incubated for a further 30 min at 37°C. The plates were then washed six times in PBS-Tween, and color development was carried out by the addition of 100 μl of the enzyme substrate tetramethylbenzidine (TMB) per well. After a 15-min incubation in the dark at 37°C, the reaction was stopped by adding 100 μl of 1 N HCl per well. Optical densities (OD) were measured at 450 nm with a 620-nm filter reference.

**Rapid immunochromatographic test.** The membrane-based test device was also produced at Genelabs Diagnostics Pte Ltd. in Singapore by following the procedure previously described (5). The device consisted of a chromatography strip, a separator, and an absorbent pad, all housed in a cassette as described previously (5).

Two SARS-specific recombinant proteins, Gst-N and Gst-U274, were deposited separately on the chromatography strip according to the detailed descriptions of Guan et al. (5, 6). If a test sample contained an antibody to SARS-CoV, the antibody would bind to either or both of the immobilized recombinants, and the immunocomplex formed could be detected by the immobilized colloidal gold labeled with anti-human IgG when the latter was released by a reagent-releasing and washing buffer (5).

These assays also were carried out by strictly following the instructions provided by the manufacturer (5). Briefly, 25 μl of serum sample was added to the sample well and allowed to migrate laterally to cover a portion of the membrane in the result-viewing window. Three drops of the reagent-releasing and washing buffer were added to the second well when the serum sample wetting front reached the blue indicator line in the viewing window. The separator tab was pulled until resistance was felt, and an additional drop of the reagent-releasing and washing buffer was then added to the sample well.

The results can typically be read through the viewing window in 2 to 15 min, but they were all recorded at 15 min. A sample was scored as negative when only the control line appeared but as positive when the control line and either or both of the test lines were seen in the viewing window (5).

**Statistical analysis.** Delta values, defined as the distance of the mean OD/cutoff ratio of the sample population from the cutoff, measured in standard deviations (SD) (2), were calculated for validation of the cutoff values. The kappa statistic was used to measure the strength of an agreement between the results by the new rapid test and the new ELISA. A kappa statistic of >0.75, 0.40 to 0.75, or <0.40 represents excellent, good to fair, or poor agreement, respectively (10).

## RESULTS

**Evaluation and validation of the ELISA.** As presented in Table 1, three cutoff values at OD of 0.45, 0.30, and 0.25 were used to evaluate the performance of the ELISA. With the cutoff value set at an OD of 0.45, the ELISA produced the best specificity, 100% (385 of 385), but a low overall sensitivity of 60% (136 of 227) (Table 1). However, improved performance was obtained when the cutoff value was adjusted lower, to an OD of 0.3 or 0.25. The ELISA de-
tected almost 12% more SARS-associated samples overall with an OD of 0.25 as the cutoff value than with the OD 0.45 setting (Table 1). An improved delta value of 0.53 for positive results was also obtained. In a supplementary test, a further 1,066 samples from healthy controls were tested, and a mean OD of 0.0432 ± 0.0745 was obtained. An OD of 0.25 was found to be equivalent to the mean OD ± 3 SD, whereas an OD of 0.45 was found to be equivalent to the mean OD ± 5 SD. The two cutoff values of 0.25 and 0.45 produced similarly high specificities of 98 versus 99.2%, 100 versus 100%, and 92 versus 98% for the supplemental healthy-control group, the non-SARS controls with respiratory illness, and the non-SARS controls with fever, respectively (Table 1).

With the cutoff set at an OD of 0.25, the ELISA detected IgG antibodies to SARS-CoV not only in late-convalescent-stage samples (with a high sensitivity of 95%) but also in acute-phase specimens. It detected IgG antibodies to SARS-CoV in 58, 70, and 75% of samples collected from SARS patients 1 to 10 days, 11 to 20 days, and 21 to 30 days after the onset of clinical symptoms, respectively. The specificity obtained with the cutoff OD of 0.25 remained high at 99.5% (383 of 385) for the healthy-control group tested at the same testing site (Table 1). The test thus provided an overall positive predictive value (PPV) of 98.8% and an overall negative predictive value (NPV) of 85.7% (Table 2). Detection rates were 55, 68, 81, and 79%, respectively, for the four groups of samples collected from SARS patients at 1 to 10 days, 11 to 20 days, 21 to 30 days, and more than 30 days after the onset of clinical symptoms (Table 2). The test was therefore shown to have a PPV and an NPV of 94.7 and 84.9%, respectively, with the populations tested (Table 2). Again, in a supplementary test, the rapid test was further evaluated with disease control groups consisting of non-SARS patients who suffered from respiratory illness or fever and was found to cross-react to only 3 of the 50 or 4 of the 50 samples tested in the respective groups (Table 2). When the results were compared, the rapid test and the ELISA gave an excellent overall agreement of 92.5%, with a kappa statistic of 0.81 (Table 3). In addition, the rapid test was also found to perform well in concordance with the IF titers, detecting progressively more patient samples as the titers increased (Fig. 2).
SARS is new to humans, and thus many aspects of the disease and its etiological agent, SARS-CoV, have yet to be fully understood. For example, the apparently contradictory phenomenon of a high infection rate for health care workers but a low infection rate for family members has yet to be fully explained. It appears that viral loads are low both during early infection and after about 3 weeks of infection. This situation renders PCR techniques relatively insensitive during the early stage of infection. Serological approaches such as IF tests, as demonstrated, have been welcome complementary tools for combating SARS. In fact, IF tests were practically used as the gold standard for serodiagnosis of SARS in hospitals during the outbreak despite their limitations. Nevertheless, new approaches are needed, and the IF test should be a useful reference for our evaluations.

In a previous study, the newly developed ELISA and the rapid immunochromatographic test demonstrated excellent performances, with PPVs and NPVs higher than 95%, suggesting great potential at least for exclusion of SARS or as study tools for epidemiologists (5). However, the study was limited to convalescent-phase samples from SARS patients, and the usefulness of the new tests for clinical diagnosis of SARS thus remained to be fully verified. In the present study, the two new tests were further evaluated for their performances with 227 patient samples and 385 samples from healthy controls. Furthermore, the study included a validation of the cutoff values using an additional 1,066 samples from healthy donors and 100 samples from disease controls. The study thus allowed us to fine-tune the cutoff value for the ELISA. The data showed that the adjusted cutoff OD of 0.25 produced the best sensitivity for the ELISA without compromising its specificity much (Table 1).

WHO is aware that the risk of false-positive results from SARS-CoV testing will be very high in the postoutbreak period and thus recommends a testing algorithm to minimize false-positive results in low-risk areas but to enhance surveillance in higher-risk areas (http://www.who.int/csr/sars/guidelines/en/SARSLabmeeting.pdf). In view of this recommendation, it may be appropriate to set a higher cutoff value of 0.45, with a PPV of 100%, for the ELISA when it is in use in low-risk areas in order to minimize the possibility of a false-positive result. Similarly, a lower cutoff value of 0.25, with an increased sensitivity and a higher NPV, may be desirable and appropriate when the ELISA is used in higher-risk areas. In this case, Western blot testing to further verify and confirm the results of samples repeatedly testing positive by the ELISA, especially in...

### TABLE 2. Performance of the rapid immunochromatographic test in detecting IgG antibodies to SARS in samples from patient groups and healthy controls

<table>
<thead>
<tr>
<th>Recombinant protein</th>
<th>Sensitivitya</th>
<th>Specificitya</th>
<th>PPVb</th>
<th>NPVc</th>
</tr>
</thead>
<tbody>
<tr>
<td>GST-N</td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Total</td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>&gt;30 Days</td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>1-30 Days</td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>&lt;10 Days</td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Combined</td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
</tbody>
</table>

* Given as number of positive samples/number of samples tested (percent).

** Given as number of negative samples/number of samples tested (percent). HD (HK), 385 serum samples from healthy donors in Hong Kong. IF titers were not determined for the non-SARS disease controls.

---

### TABLE 3. Agreement between the new rapid test and the new ELISA with sera from SARS patients and healthy controls

<table>
<thead>
<tr>
<th>Result with rapid test</th>
<th>No. of ELISA results that were:</th>
<th>Agreement (%)d</th>
</tr>
</thead>
<tbody>
<tr>
<td>Positive</td>
<td>144</td>
<td>85.2</td>
</tr>
<tr>
<td>Negative</td>
<td>21</td>
<td>95.3</td>
</tr>
</tbody>
</table>

* The kappa statistic obtained was 0.81. A kappa statistic of ≥0.75 represents excellent agreement, 0.40 to 0.75 represents good to fair agreement, and <0.40 represents poor agreement (11).

### DISCUSSION

SARS is new to humans, and thus many aspects of the disease and its etiological agent, SARS-CoV, have yet to be fully understood. For example, the apparently contradictory phenomenon of a high infection rate for health care workers but a low infection rate for family members has yet to be fully explained. It appears that viral loads are low both during early infection and after about 3 weeks of infection. This situation renders PCR techniques relatively insensitive during the early stage of infection. Serological approaches such as IF tests, as demonstrated, have been welcome complementary tools for combating SARS. In fact, IF tests were practically used as the gold standard for serodiagnosis of SARS in hospitals during the outbreak despite their limitations. Nevertheless, new approaches are needed, and the IF test should be a useful reference for our evaluations.

In a previous study, the newly developed ELISA and the rapid immunochromatographic test demonstrated excellent performances, with PPVs and NPVs higher than 95%, suggesting great potential at least for exclusion of SARS or as study tools for epidemiologists (5). However, the study was limited to convalescent-phase samples from SARS patients, and the usefulness of the new tests for clinical diagnosis of SARS thus remained to be fully verified. In the present study, the two new tests were further evaluated for their performances with 227 patient samples and 385 samples from healthy controls. Furthermore, the study included a validation of the cutoff values using an additional 1,066 samples from healthy donors and 100 samples from disease controls. The study thus allowed us to fine-tune the cutoff value for the ELISA. The data showed that the adjusted cutoff OD of 0.25 produced the best sensitivity for the ELISA without compromising its specificity much (Table 1).

WHO is aware that the risk of false-positive results from SARS-CoV testing will be very high in the postoutbreak period and thus recommends a testing algorithm to minimize false-positive results in low-risk areas but to enhance surveillance in higher-risk areas (http://www.who.int/csr/sars/guidelines/en/SARSLabmeeting.pdf). In view of this recommendation, it may be appropriate to set a higher cutoff value of 0.45, with a PPV of 100%, for the ELISA when it is in use in low-risk areas in order to minimize the possibility of a false-positive result. Similarly, a lower cutoff value of 0.25, with an increased sensitivity and a higher NPV, may be desirable and appropriate when the ELISA is used in higher-risk areas. In this case, Western blot testing to further verify and confirm the results of samples repeatedly testing positive by the ELISA, especially in...
the case of borderline positives, will be helpful in resolving false-positives. Thus, further studies are warranted.

With the detection rate of 95% for samples obtained more than 30 days after the onset of clinical symptoms (Table 1), the present data confirmed previous findings that the ELISA was excellent at detecting antibodies to SARS in convalescent-phase samples (5). Although the ELISA yielded an overall sensitivity of about 72%, most of its shortcomings are attributable to its performance with samples obtained earlier, 1 to 101 days after the onset of clinical symptoms (Table 1). This new test detected only 58% of this group (Table 1). However, it is noteworthy that this detection rate is a significant improvement over that of a capture ELISA, reported very recently, that detected IgG antibodies in only 46% (30 of 65) of an equivalent group (12). It is perhaps also noteworthy that IgG antibody to SARS CoV is believed to reach its peak value around 60 days after the onset of obvious symptoms (8). The Centers for Disease Control and Prevention has recommended including, as part of its case definition for exclusion of SARS, the absence of antibodies to the virus in convalescent-phase serum samples obtained more than 21 days after onset of the illness (1).

Similarly, the rapid test was found to have an overall detection rate comparable to that of the ELISA, at about 70%, with most of its shortcomings, again, due to results for the early group (Table 2). Although the rapid test utilized two recombinant proteins, Gst-N and Gst-U274, the latter appeared to contribute little to the sensitivity of the kit but more to the nonspecific reactivity with healthy controls. Gst-U274 detected only 18 of the 227 patient samples but cross-reacted with 8 of the 385 healthy-control samples (Table 2). As discussed previously, the biological function of Gst-U274 has yet to be unraveled, and the utility of this protein as a diagnostic marker thus has yet to be fully understood (5). The present study appears to suggest a limitation of this protein. However, it is interesting that the only three samples that were detected by Gst-U274 but not Gst-N were those collected from patients in the earlier group, 1 to 20 days from the onset of clinical symptoms.

The positive correlation observed between the ELISA ODs and the IF titers was moderate, with a correlation coefficient \( r \) of 0.6915 \( (P < 0.0001 \) [Fig. 1]). This finding suggested that the ELISA OD and the IF titers were only moderately associated; the difference between the two approaches could be due to the fact that the new test utilized recombinant proteins rather than the virus-infected cells used in the IF test. However, it is noteworthy that the overall performances of both the ELISA and the rapid test were well in concordance with the IF titers. Both new tests detected progressively more patient samples as IF titers increased (Fig. 2). This finding, thus, suggested that the shortcomings of the new tests were mostly limited to samples with IF titers lower than 1:40 (Fig. 2). Nevertheless, the two new tests had similar overall sensitivities of 70.5 to 71.8% and specificities of 97.7 to 99.5% relative to the IF test, which was used as the gold standard (Tables 1 and 2). When the two tests were compared with each other, they gave an overall agreement of 92.4% with a kappa statistic of 0.81 (Table 3). This confirmed our previous findings and suggested that although the immunochromatographic test is a simple and rapid test that needs no special training to use, its performance was fully compatible with that of the ELISA. The immunochromatographic test should be a valuable addition to current options for combating SARS, especially in areas where laboratory facilities are not available.

ACKNOWLEDGMENT

This project was partially supported by a grant from the EDB (Economic Development Board of Singapore) under its Innovation Development Scheme.

REFERENCES