Rapid Competitive Enzyme-Linked Immunosorbent Assay for Detection of Antibodies to Peste des Petits Ruminants Virus

Kang-Seuk Choi,1* Jin-Ju Nah,1 Young-Joon Ko,1 Shien-Young Kang,2 and Nam-In Jo1

Foreign Animal Disease Division, National Veterinary Research and Quarantine Service, Anyang, Kyoung-gi,1 and Research Institute of Veterinary Medicine/College of Veterinary Medicine, Chungbuk National University, Heungduk-Ku, Cheongju, Chungbuk,2 Korea

Received 13 September 2004/Returned for modification 6 December 2004/Accepted 14 January 2005

Peste des petits ruminants (PPR) is a contagious viral disease of small ruminants that is of economic importance in Africa, the Middle East, and Asia. We developed a rapid competitive enzyme-linked immunosorbent assay (rapid c-ELISA) for the diagnosis and surveillance of PPR. This assay detects PPR virus (PPRV) antibodies in serum samples by quantifying the amount of monoclonal antibody (MAb) P-3H12 after 30 min of incubation of a serum-MAb conjugate mixture on plates coated with a PPRV recombinant nucleocapsid protein (rPPRV-N). We tested 249 PPRV-positive serum samples and 733 PPRV-negative serum samples from field ruminants. The threshold of percent inhibition (PI) was determined to be <50 on the basis of the mean PI plus 3 standard deviations for sera from PPRV-negative ruminants. The relative specificity and sensitivity of the rapid c-ELISA were 98.5% (722 of 733 serum samples) and 93.4% (234 of 249 serum samples), respectively. The rapid c-ELISA sensitively detected PPRV antibodies in hyperimmune sera (virus neutralization test [VNT] titer, >512), even at dilutions ≥512 in normal goat serum, and as early as 6 to 13 days post-infection from 12 goats, each of which was infected with one of the four PPRV lineages. Hyperimmune sera from animals experimentally vaccinated with rinderpest virus gave positive results by the rapid c-ELISA when the rinderpest virus VNT titers were >512, although the rapid c-ELISA titers were very low (2 to 16). However, the rapid c-ELISA was negative when the rinderpest virus VNT titer was ≤128. The rapid c-ELISA developed in the present work provides a short turnaround time and could be a useful tool for the diagnosis of PPR and screening for PPRV in the field.

Peste des petits ruminants (PPR) is an acute and highly contagious viral disease of small ruminants, such as sheep and goats, with high rates of morbidity and sometimes high rates of mortality. Economically, it has been the most important disease of these species in sub-Saharan Africa, the Middle East, and southwest Asia since it was first described in West Africa in 1942 (20). It also results in subclinical infection in large ruminants, which act as carriers of infection to small ruminants (1, 14). The PPR virus (PPRV) belongs to the genus Morbillivirus in the family Paramyxoviridae and is closely related to rinderpest virus (RPV) (2, 16). At least four distinct genetic lineages (lineages I, II, III, and IV) of PPRV with different geographical distributions circulate among small ruminants in regions of endemicity (6, 20).

A vigorous program for PPR eradication has been carried out in these regions, including vaccination, seromonitoring, serosurveillance, and the destruction of infected animals and those that have been in contact with them. Rapid detection of infected animals is very important for PPR controls to be effective. Severe cases in which animals show clinical signs in the field can easily be detected through clinical surveillance and the detection of antigen in clinical samples, while the diagnosis of PPRV infection in subclinically infected animals can be achieved by serological surveillance. However, the test prescribed for the detection of PPRV antibody, a virus neutralization test (VNT), is laborious and expensive and requires infectious virus. For these reasons, VNT is not ideal for large-scale routine testing.

Due to their simplicity, high sensitivity, and economy, several competitive enzyme-linked immunosorbent assays (c-ELISAs) have been recognized as suitable systems for use for diagnosis and seroepidemiological surveillance. They target the hemagglutinin (H) protein (19, 21) or nucleocapsid (N) protein (4, 9, 11, 12, 13, 14). The c-ELISA procedure consists of at least four incubation steps, including adsorption of the antigen onto a solid phase, competitive binding of a serum-antibody, the antigen could be easily purified from cell lysates or quantified to minimize batch-to-batch variations. Briefly, Sf9 cells were infected with Bacmid/PPRV-N at a multiplicity of infection of 5, washed once, resuspended in a 1/20 volume of a lysis buffer (0.01 M phosphate-buffered saline [PBS] containing 1% Nonidet P-40, 0.05% Tween 20, and protease inhibitors), sonicated briefly, and clarified by centrifugation at 500 × g for 20 min at 4°C. The supernatant was used

* Corresponding author. Mailing address: Foreign Animal Disease Division, National Veterinary Research and Quarantine Service, 480 Anyang-6 dong, Anyang, Kyoung-gi, 430-824, Korea. Phone: 82-31-467-1860. Fax: 82-31-449-5882. E-mail: choiks@mvrqx.go.kr.

MATERIALS AND METHODS

Preparation of antigen-coated ELISA plates. A recombinant N protein of PPRV (rPPRV-N) was prepared as described previously (4) in Spodoptera frugiperda (Sf9) cells infected with a recombinant baculovirus (Bacmid/PPRV-N) that expresses the PPRV N protein. rPPRV-N was expressed as a fusion protein with a six-histidine tag on its amino-terminal end so that, by using an anti-His antibody, the antigen could be easily purified from cell lysates or quantified to minimize batch-to-batch variations. Briefly, Sf9 cells were infected with Bacmid/PPRV-N at a multiplicity of infection of 5, washed once, resuspended in a 1/20 volume of a lysis buffer (0.01 M phosphate-buffered saline [PBS] containing 1% Nonidet P-40, 0.05% Tween 20, and protease inhibitors), sonicated briefly, and clarified by centrifugation at 500 × g for 20 min at 4°C.
as the antigen in the ELISA. If necessary, the antigen was further purified by an affinity chromatography method with a ProBond purification system (Invitrogen, Carlsbad, Calif.), according to the instructions of the manufacturer.

Each well of the ELISA plates (Maxisorp; Nunc, Roskilde, Denmark) was coated with 50 μl of the rPPRV-N antigen of predetermined concentration in 0.01 M PBS (pH 7.2) for 1 h at 37°C with constant shaking. After a brief wash, each well of the plates was incubated with 50 μl of 1/50 Biostab immunoassay stabilizer solution (Sigma-Aldrich, St. Louis, Mo.) diluted in a blocking buffer (0.01 M PBS containing 5% skim milk) for 1 h at room temperature, shaken off, dried in a vacuum dryer, sealed, and stored at 4°C until use for the rapid c-ELISA.

**Peroxidase-labeled MAb.** MAb P-3H12 was purified with an Immunopure (A&G) immunoglobulin G purification kit (Pierce) and then peroxidase labeled with a peroxidase labeling kit (Roche, Mannheim, Germany), according to the instructions of the manufacturer. Briefly, 0.3 ml of purified MAb (4.0 mg/ml) in sodium carbonate-hydrocarbonate buffer (100 mM; pH 9.8) was coupled to 0.1 ml of activated peroxidase solution (16 mg/ml) for 2 h at 25°C. The reaction was stopped by the addition of 40 μl of 2 M triethanolamine solution (pH 9.8) for 30 min at 4°C and then with an additional 25 μl of the same solution for 2 h at 4°C. After the addition of 10 μl of 1 M glycine solution (pH 7.0), the MAb conjugate was allowed to dissolve extensively and was then suspended in the same volume of stabilizing reagent (included with the kit). The MAb conjugate solution was stored at 4°C for short periods or was hophilized for longer-term storage at 4°C.

**Sera.** Two bovine serum samples with anti-RPV antibodies against RPV lineages I (oRPV-I) and II (oRPV-II) were kindly supplied by H. M. Wamwai (Kenya Agriculture, Research Institute [KARI], Muguga, Kenya). Four goat serum samples with anti-PPRV antibodies against PPRV lineages I (oPPRV-I, oPPRV-II, oPPRV-III), and IV (oPPRV-IV) were kindly supplied by E. Couacy-Hymann (Laboratoire National d’Appui au Développement Agricole, Laboratoire Central de Pathologie Animale [LANADA/LCPA], Bingerville, Ivory Coast). Rabbit serum with anti-RPV antibodies against RPV-RBOK vaccine strain (oRPV-RBOK) was kindly supplied by J. Anderson (Institute for Animal Health, Pirbright, United Kingdom). Serum samples (samples K9061, K9062, and Rb001 to Rb010) were collected from cattle that had been vaccinated experimentally with PPRV for 7 days. The VNT titers were defined as the highest dilution of serum that inhibited the cytopathic effect by 50%. Sera with VNT titers of ≤1:10 were considered negative.

**Reference c-ELISA kit.** A PPRV c-ELISA kit developed at CIRAD-EMVT, a Food and Agriculture Organization reference laboratory for PPRV, was used as the reference kit in the present work. All procedures were carried out according to the instructions in the manual included with the kit. Wells with PI values ≥50 were considered positive.

## RESULTS

**Optimization of rapid c-ELISA.** In the present work, a rapid c-ELISA was designed to test serum samples by quantifying the amount of MAb bound after a short incubation with a mixture of serum and the MAb on antigen-coated plates. The recombinant nucleocapsid protein rPPRV-N was used as an antigen for the rapid c-ELISA: 10 ml of the rPPRV-N antigen was prepared from 200 ml of Sf9 cells (2 × 10⁵ cells/ml) infected with the Bacmid/PPRV-N recombinant baculovirus in a spinner apparatus and titrated with unlabeled MAb P-3H12 to determine the optimal dilution of the antigen required to coat the plates (Fig. 1A). The optimal dilution of the crude protein was determined to be 1:1.600, which corresponded to approximately 3.6 μg of purified rPPRV-N protein per ml. MAb P-3H12 was used as a competing antibody. MAb P-3H12 recognizes an immunodominant epitope within the amino-terminal half of the N protein, as described previously (5). A total of approximately 6 mg of the MAb purified from mouse ascitic fluid was coupled with 8 mg of activated peroxidase. The optimal dilution of the MAb conjugate for the rapid c-ELISA (1:400) was determined by using the endpoint titration method in the rPPRV-N-coated plates. The optimal incubation time for the serum-MAb conjugate mixture (30 min) was determined by using reference serum controls (strongly positive, weakly positive, and negative serum samples) (Fig. 1B). All serum samples were tested at a final dilution of 1:20. To examine the stability of the antigen, ELISA plates coated with rPPRV-N were stored at 4°C for various periods and then tested with the reference serum controls. No reduction in the ELISA reactivity of the antigen was observed within 6 months, the longest time that the plates were stored.

**Threshold, specificity, and sensitivity.** The positive-negative threshold (PI value) of the rapid c-ELISA was arbitrarily set by adding 3 standard deviations to the mean PI value for known PPRV-negative serum samples (n = 733). Here, the rapid c-ELISA gave a mean PI value of 15.8 and a standard deviation of 11.5. Consequently, the threshold PI value was determined to be 50 [(15.8 ± 11.5) × 3] (Fig. 2). On the basis of the threshold (PI > 50), 1.6% of the PPRV-negative serum samples showed nonspecific positive reactions in the rapid c-ELISA, resulting in a relative specificity of 98.5% (722 of 733 serum samples) (Fig. 2).
PPRV-positive ruminant sera (n = 249) with various VNT titers for PPRV were then subjected to the rapid c-ELISA. Of the 249 serum samples, 93.4% (234 of 249 serum samples) gave positive results by the rapid c-ELISA (Fig. 2). All of the positive sera with negative rapid c-ELISA results (n = 15) were also negative with the reference c-ELISA kit, although they were all positive for PPRV by VNT (VNT titers, ≥1:40) (Table 1). Therefore, the relative sensitivity of the rapid c-ELISA compared with the results of VNT was 93.4%.

To determine if the rapid c-ELISA detects cross-reactive RPV antibodies, we tested RPV-positive sera with various VNT titers as well as hyperimmune RPV-positive caprine sera. All serum samples were serially diluted with normal bovine serum, and the endpoint titers were determined by the rapid c-ELISA. All PPRV-positive caprine sera (αPPRV-I, αPPRV-II, αPPRV-III, and αPPRV-IV) had ELISA titers ≥512, similar to the VNT titers for PPRV. Hyperimmune RPV sera αRPV-I, αRPV-II, and αRPV-RBOK (with VNT titers of ≥512 for RPV) had titers of 16, 8, and 2, respectively, by the rapid c-ELISA, indicating the presence of cross-reactive RPV antibodies. Meanwhile, 12 serum samples from RPV-vaccinated cattle with VNT titers ≤1:256 gave negative results by the rapid c-ELISA (Table 2).

Measurement of anti-N antibody titers in sera of goats experimentally infected with PPRV. We next compared the dynamics of the humoral immune responses to PPRV infection obtained by the rapid c-ELISA and with the reference c-ELISA kit. We tested a total of 70 serum samples that had been collected sequentially from experimentally infected goats following PPRV infection with the four lineage groups (three goats per group). As determined by the rapid c-ELISA, seroconversion was detected in all goats between 6 and 13 days after infection, as shown in Fig. 3. Most animals seroconverted on the same day in both tests, but some individuals (animals S-2, S-3, and I-2) were found to be positive 1 day sooner by the rapid c-ELISA than with the reference c-ELISA kit. Overall, however, there was no indication that the rapid c-ELISA was capable of detecting seropositive animals sooner after infec-

![FIG. 1. Determination of optimal conditions for the rapid c-ELISA. (A) Titration of antigen coated on the ELISA plates; (B) PI values for strongly positive, weakly positive, and negative sera for various incubation times. Arrows, optimal condition.](#)

![FIG. 2. Distribution of PI values for 249 PPR-positive serum samples and 733 PPR-negative serum samples obtained by the rapid c-ELISA. The threshold cutoff value of a PI of 50 was determined on the basis of the distribution of the PPR-negative serum samples (mean PI plus 3 standard deviations).](#)

<table>
<thead>
<tr>
<th>Serum sample (species)</th>
<th>PPRV VNT titer</th>
<th>PI value Reference c-ELISA kit</th>
<th>Rapid c-ELISA</th>
</tr>
</thead>
<tbody>
<tr>
<td>2–50 (caprine)</td>
<td>1:80</td>
<td>27</td>
<td>31</td>
</tr>
<tr>
<td>2–57 (ovine)</td>
<td>1:80</td>
<td>38</td>
<td>35</td>
</tr>
<tr>
<td>2–63 (ovine)</td>
<td>1:113</td>
<td>38</td>
<td>45</td>
</tr>
<tr>
<td>2–88 (caprine)</td>
<td>1:113</td>
<td>32</td>
<td>17</td>
</tr>
<tr>
<td>3–5 (ovine)</td>
<td>1:80</td>
<td>47</td>
<td>31</td>
</tr>
<tr>
<td>3–13 (ovine)</td>
<td>1:56</td>
<td>26</td>
<td>31</td>
</tr>
<tr>
<td>3–56 (ovine)</td>
<td>1:80</td>
<td>36</td>
<td>38</td>
</tr>
<tr>
<td>4–32 (caprine)</td>
<td>1:40</td>
<td>30</td>
<td>32</td>
</tr>
<tr>
<td>4–50 (caprine)</td>
<td>1:113</td>
<td>48</td>
<td>37</td>
</tr>
<tr>
<td>5–51 (ovine)</td>
<td>1:113</td>
<td>24</td>
<td>25</td>
</tr>
<tr>
<td>5–56 (ovine)</td>
<td>1:40</td>
<td>22</td>
<td>29</td>
</tr>
<tr>
<td>5–88 (caprine)</td>
<td>1:113</td>
<td>38</td>
<td>47</td>
</tr>
<tr>
<td>5–89 (caprine)</td>
<td>1:113</td>
<td>32</td>
<td>46</td>
</tr>
<tr>
<td>7–17 (ovine)</td>
<td>1:56</td>
<td>35</td>
<td>42</td>
</tr>
<tr>
<td>7–56 (ovine)</td>
<td>1:56</td>
<td>41</td>
<td>41</td>
</tr>
</tbody>
</table>
tion than the reference c-ELISA kit, since the dynamics of the antibody responses were similar in both tests.

**DISCUSSION**

The objective of this study was to develop an ELISA for PPRV serology that retained the sensitivity of currently available commercial c-ELISA kits while being faster and easier to use. The rapid c-ELISA described here fulfills these objectives. The procedure with the commercial c-ELISA kit consists of four reaction steps: adsorption of the antigen onto a solid phase, competition between the serum and an MAb, detection of the MAb bound to the antigen, and a substrate reaction. Therefore, a turnaround time of at least 3 h is needed for these c-ELISA kits. For our rapid c-ELISA, we used antigen (recombinant N protein)-coated plates, a peroxidase-labeled MAb (MAb P-3H12), and a 30-min competition between serum and the MAb. Our rapid c-ELISA thus comprises two reaction steps, a 30-min incubation of the serum-MAb mixture and a substrate reaction, providing fewer reaction steps and a shorter turnaround time than the commercial c-ELISA kits. This made it possible to test serum samples several times during the workday, so our rapid c-ELISA would be suitable for use for diagnostic and epidemiological purposes.

The rPPRV-N antigen coated on the plates for the rapid c-ELISA was prepared with a baculovirus expression system. This system makes it economically possible to produce several hundred times more recombinant antigen than the amount that can be produced by the conventional means of preparation of target antigen from whole virus, as previously described for other morbilliviruses (4, 8, 11, 23). Recombinant N protein is normally prone to rapid degradation by cellular components (such as cellular proteases) or mechanical factors (such as freezing-thawing), so it is generally purified to prevent such degradation. Nevertheless, we were able to use crude cell lysates in the presence of protease inhibitors and a protein stabilizer without any purification, and the activity of the peroxidase and the antigenicity of the protein on the plates were not affected when the recombinant N protein was stored for at least 6 months at 4°C. However, without protease inhibitors and a protein stabilizer, the rPPRV-N antigen should be purified to prevent degradation from cellular factors. rPPRV-N was expressed as a fusion protein with a six-histidine tag on its amino-terminal end so that, by using an anti-His antibody, the antigen could be easily purified from cell lysates or quantified to minimize batch-to-batch variations.

The MAb used in the rapid c-ELISA, MAb P-3H12, showed competition (a positive antibody reaction) with sera from all goats infected experimentally with four lineages of PPRV, although the times to seroconversion measured by the rapid c-ELISA varied. This result indicates that the epitope of MAb P-3H12 is immunodominant and is present on the N proteins.

![FIG. 3. Kinetics of early antibody development determined by the rapid c-ELISA and with the reference c-ELISA kit in goats (n = 12) with induced PPRV infections (three goats infected with each PPRV lineage). The cutoff PI value was set at 50. Open squares, results obtained by the rapid c-ELISA; closed squares, results obtained with the reference c-ELISA kit.](http://cvl.asm.org/)
of all lineages of PPRV. In particular, the rapid c-ELISA detected seroconversion in most of the animals between 6 and 8 days after infection. Considering the rapid dynamics of the antibody responses to infection, the rapid c-ELISA can be used for diagnostic purposes when virus isolation and antigen detection are not available, for example, when sample conditions are inappropriate, sampling times are insufficient, or the laboratory capacity is inadequate.

In the present work, the rapid c-ELISA failed to detect the PPRV antibody in 15 PPRV-positive field serum samples (n = 249). These ELISA-negative serum samples (n = 15) were also all negative with the reference c-ELISA kit, which also targets antibodies against the PPRV N protein. Libeau et al. (14) reported that the response of the anti-N antibody measured with the c-ELISA kit (up to 90 days) did not last as long as the response of the neutralizing antibody (up to 120 days) in kids born to vaccinated mothers. Similar observations have been reported for RVF (10). Therefore, the lower sensitivity of the rapid c-ELISA compared with that of VNT might be due to some degree to the different kinetics between neutralizing antibodies and the N protein, although the actual histories of the animals from which the field sera were collected are not known.

The rapid c-ELISA cross-reacted with hyperimmune RVF-positive sera that had VNT titers >512, although the ELISA titers of the RVF-positive sera were very low compared to those of the hyperimmune PPRV-positive sera. Meanwhile sera (n = 12) from animals that had been vaccinated against RVF and that had VNT titers of ≥1:256 were negative by the rapid c-ELISA. Thus, the rapid c-ELISA can detect cross-reactive RVF antibodies in the sera of ruminant animals in regions where RVF had been endemic in the past or where RVF vaccination (in particular, repeated vaccinations) had been performed. If so, the results for samples from these regions positive by the rapid c-ELISA should be confirmed by a secondary immunoassay (i.e., a PPRV- or RVF-specific c-ELISA) or cross VNTs for PPRV and RVF. In addition, the RVF vaccination histories of the animals should be taken into consideration. Fortunately, in most regions of endemicity in the world, RVF has already been eradicated and RVF vaccination has stopped (17, 18). Under some circumstances, endpoint titration by the rapid c-ELISA might be a feasible tool for differentiating field RVF infection from RVF vaccination, because the rapid c-ELISA can detect cross-reactive RVF antibodies with high VNT titers (>1:512). Conversely, the results may indicate that the rapid c-ELISA failed in practice to differentiate PPRV-infected animals from those that had recovered from virulent RVF infection. Nevertheless, rapid detection of animals infected with or exposed to either PPRV or RVF may be a useful tool for the timely implementation of emergency control programs, since both diseases are highly contagious.

Unlike rinderpest, PPR is spreading from areas of endemicity in Africa and Asia to neighboring countries and has devastated the livestock industry. Countries free of the disease, especially countries or regions neighboring areas of endemicity, require extensive surveillance to prevent the introduction of the disease to naïve animal populations. The capability of the rapid c-ELISA to deal with a large number of samples at a time and its short turnaround time may better serve the needs of surveillance and control programs. Therefore, although the test remains to be further evaluated extensively in the field, the rapid c-ELISA described in this report may be a useful serological tool.

ACKNOWLEDGMENTS

We thank G. Libeau (CIRAD-EMVT), J. Anderson (Institute for Animal Health), H. M. Wamwayi (Kari NRVC), and E. Couacy-Hymann (LANADALCPA) for supplying us with diagnostic reagents and field sera. Chan-jin Lee and Sang-Mi Kang are also gratefully acknowledged for excellent technical assistance. This work was supported by a grant from the National Veterinary Research and Quarantine Service, Korean Ministry of Agriculture and Fishery.

REFERENCES


