Utility of Pandemic H1N1 2009 Influenza Virus Recombinant Hemagglutinin Protein-Based Enzyme-Linked Immunosorbent Assay for Serosurveillance

V. A. Arankalle,* R. G. Virkar, B. V. Tandale, and N. B. Ingle
National Institute of Virology, 130/1 Sus Road, Pashan, Pune 411021, India

Received 4 June 2010/Returned for modification 14 June 2010/Accepted 2 July 2010

An enzyme-linked immunosorbent assay (ELISA) for the detection of IgG antibodies against the pandemic H1N1 2009 influenza virus, employing a recombinant hemagglutinin protein of the virus, was compared to the hemagglutination inhibition (HI) test using 783 serum samples. The results showed a concordance of 98.4%, suggesting the utility of the ELISA in serosurveillance. Two hundred sixty-nine (100%) serum samples with an HI titer of ≥20 were ELISA reactive.

Influenza viruses are negative-strand RNA viruses that belong to the family Orthomyxoviridae, which includes 4 genera, Influenzavirus A, B, and C and Thogotovirus. Influenza A viruses are widely distributed in nature and can infect a wide variety of mammals and birds. Based on the antigenicity of the two surface glycoproteins, hemagglutinin (HA) and neuraminidase (NA), influenza A viruses have been classified into 16 HA and 9 NA subtypes. Of these, H1, H2, and H3 HA subtypes and N1 and N2 NA subtypes have circulated in human populations. In recent years, H5N1 virus of avian origin was expected to be a pandemic-causing pathogen (4). However, the first pandemic of this century was caused by a novel H1N1 influenza A virus of swine origin that emerged in 2009 (hereinafter called p-H1N1-09) (3, 5).

Due to the circulation of several influenza A virus subtypes, cross-reactivity is a major problem in influenza virus serology. The inhibition of hemagglutination (HI) caused by antibodies to the HA of the virus is routinely used for assessing the prevalence of a specific virus in a community or an animal population. India was affected by the pandemic H1N1 influenza during the latter half of 2009 (2). In order to understand the degree of exposure of different populations to the virus, an extensive serosurvey was undertaken by the National Institute of Virology, Pune, India. The test of choice, HI, was performed as described earlier (1). Considering the requirement of fresh red blood cells and time and the cumbersome protocol, it was thought important to evaluate the utility of a recombinant HA protein enzyme-linked immunosorbent assay (ELISA) for the detection of p-H1N1-09 IgG antibodies as evidence of exposure to this novel virus.

The HA gene of the p-H1N1-09 influenza virus isolated at the National Institute of Virology (A/India-Blore/NIV310/2009, GenBank accession no. GU292347) was PCR amplified, cloned into the pFastBac1 vector (Invitrogen) within the EcoRI and XhoI restriction sites, and expressed with a baculovirus expression system (Invitrogen) in an insect cell line. The sequence of the cloned HA was identical to that of the original isolate. The HA protein was purified by lentil lectin affinity chromatography (GE Healthcare) and used for ELISA.

An indirect sandwich ELISA was performed. Briefly, a Maxisorb microtiter plate (Nunc) was coated with p-H1N1-09 HA protein, 2 µg/well, and incubated at 37°C for 2 h. The plate was blocked with phosphate-buffered saline (PBS) containing 10% donor calf serum, 0.5% Tween 20, 0.5% gelatin (blocking solution) at 37°C for 30 min. After washing 3 times with the wash solution (PBS containing 0.5% Tween 20), test serum samples and positive and negative controls diluted 1:100 in blocking solution were added to the previously designated wells of the coated assay plates and incubated at 37°C for 30 min. Following 4 washes with the wash solution, horseradish peroxidase-conjugated anti-human IgG (Sigma Chemicals, St. Louis, MO) was added to each well as the detector antibody and allowed to incubate for 30 min. The enzymatic reaction with the substrate (O-phenylenediamine and urea peroxide, 10 min) was stopped by the addition of 4 M H2SO4, and optical density (OD) values were determined at 492 nm. Human serum samples known to be positive and negative for HI antibodies against the pandemic influenza virus were included in every assay plate as controls. The cutoff values for IgG anti-p-H1N1-09 antibodies were calculated as the mean OD values for the results of 3 negative controls in triplicate. Samples with values greater than or equal to the cutoff values were considered antibody positive. Samples showing OD values within 10% of the cutoff value were considered borderline reactive and repeated.

A total of 783 serum samples previously screened by the HI test for the presence of p-H1N1-09 antibodies were retested in the ELISA. As evident from the results (Table 1), the ELISA emerged as an excellent assay for the detection of virus-specific antibodies. Of the 397 HI-negative samples, 389 were scored negative in the ELISA, giving 98% specificity in the comparison to the gold-standard HI test. Importantly, all samples with HI titers of >20 (n = 269) were positive in the ELISA, documenting 100% sensitivity of the ELISA. A large number of samples (n = 117) exhibited low HI titers (1:10). Usually, reactivity at this dilution is not considered specific. Of these,
only 4 were recorded as reactive in the ELISA. When HI-negative samples with titers of 10 were considered antibody negative, the ELISA specificity was 97.7% and the concordance between the HI and ELISA results was 98.5%. To examine the relationship of the HI and ELISA titers, 2-fold dilutions of the test samples were tested in the ELISA. The reciprocal of the highest dilution at which the OD value was greater than or equal to the cutoff value was considered the IgG anti-p-H1N1-09 HA titer of the serum. All HI-positive sera with titers \( \geq 20 \) were titrated in the ELISA. When the HI and ELISA titers were compared, the Spearman’s rank correlation coefficient was estimated to be 0.864. Thus, a good correlation between the HI and ELISA titers was apparent. In addition, a linear relationship was noted when the log HI and ELISA titers were compared (Fig. 1).

The data in Table 2 show the relationship of ELISA reactivities of the 397 serum samples that were negative for p-H1N1-09 in the HI test (Table 1), exhibiting various HI titers with respect to seasonal influenza viruses. Of these, 82 samples were negative for seasonal influenza antibodies, while high HI titers against individual strains, as well as reactivity to multiple seasonal viruses, were noted in a large number of the samples. Thus, the ELISA is highly specific in detecting IgG anti-p-H1N1-09 HA titer of the serum. All HI-positive sera with titers \( \geq 20 \) were titrated in the ELISA. When the HI and ELISA titers were compared, the Spearman’s rank correlation coefficient was estimated to be 0.864. Thus, a good correlation between the HI and ELISA titers was apparent. In addition, a linear relationship was noted when the log HI and ELISA titers were compared (Fig. 1).

The results strongly suggest that the recombinant HA protein-based ELISA is an excellent alternative to the HI test to understand the exposure of a population to the pandemic virus. The ELISA is rapid (3.5 h), allows the handling of a large number of samples, and obviates the requirement of red blood cells. The technique is routinely used in all laboratories and, hence, easily adaptable. With the use of species-specific anti-IgG conjugates, the same protocol can be extended to various animal species to understand the exposure of various animals to the virus. The utility of this ELISA in the assessment of

![FIG. 1. Relationship of log HI and ELISA titers. Each point represents the mean positive ELISA titer for a given HI titer value. Error bars represent standard errors of the means.](http://cvi.asm.org/)
immune response to vaccines prepared employing different methodologies needs to be carefully evaluated.

We thank the Director, NIV, for support. Thanks are due to M. S. Chadha, group leader, Human Influenza Group, for the p-H1N1-09 isolate. Timely help from K. S. Lole and V. Verma is gratefully acknowledged.

The Indian Council of Medical research provided financial assistance for conducting the study.

REFERENCES